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ing laminar flow-based
immunoassay using simultaneous diffusion-driven
immune reactions†
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and Joo H. Kang *a

We present that enhanced simultaneous incubation of multiple antibodies (Abs) can be achieved by

exploiting microfluidic laminar flows and difference in diffusivity between primary Ab (pAb) and

secondary Ab (sAb). We demonstrate that injecting Ab of larger and smaller diffusivity (DAb) in an upper

and lower laminar flow over the analyte-coated bottom surface, respectively, would result in enhanced

signal intensity in the given reaction time. To prove this, we simultaneously infused anti-prostate specific

antigen (PSA) pAb (upper laminar flow) and quantum dot (QD) labeled secondary Ab (QD-sAb) (lower

laminar flow) to generate two Ab laminar flows vertically sheathing each other in the microfluidic device

in which PSA was immobilized on the glass bottom surface. Because of the larger DAb of pAb than that

of QD-sAb due to the heavy metal components of QD, anti-PSA pAb diffuses more rapidly toward the

bottom surface where the immune reaction between PSA, pAb, and QD-sAb instantaneously occurs. We

corroborated our principle by switching the position of the two Ab laminar flows (QD-sAb in upper and

pAb in lower laminar flows) in the channel, which resulted in significantly lower intensity of QD signals

than the previous method. Moreover, when we adjusted the interface of pAb and QD-sAb in upper and

lower laminar flows, respectively, closer toward the bottom surface, the fluorescence signal was even

more intensified. This is attributed to the increased flux of anti-PSA pAb more adjacent to the reaction

site, which, in turn, enhances the binding efficiency of pAb to PSA on the surface.
Introduction

Conventional immunoassay methods, including enzyme-linked
immunosorbent assays (ELISA), have become primary tools for
the biochemical analysis of clinically important biomolecules,
such as biomarkers for various diseases, hormones, viruses,
and bacteria due to their high sensitivity and specicity.1,2

However, despite its wide use as a gold standard for a modern
immunological assay platform, the overall ELISA process
remains time-consuming and labour-intensive, which oen
requires multiple serial mixing and washing steps.3 These
drawbacks of the conventional immunoassay platforms are
attributed to the prolonged incubation steps, which are due to
the inefficient mass transport imposed by slow and infrequent
delivery of antibody molecules to analytes immobilized on the
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solid matrix surface.4,5 Leveraging microuidic principles for
delivering reagents to the immunoreaction sites has alleviated
this issue by considerably reducing the diffusion distances and
allowing constant replenishment of the antibody molecules at
the reaction site.6–8 The additional utility of the microuidic
immunoassays was to reduce the reagent volumes consumed, to
incorporate multiple processes in a single device, and to
signicantly lower overall analysis time.9,10

To quantify the presence of the target molecules in liquid
samples, the conventional microuidic devices oen deliver
antibody molecules in a stepwise-owing manner for a multi-
step immunoassay.11,12 For uorescence immunoassay, the
intensity of the detection signals emitted in this case not only
indicates the rate of immunoreaction that occurs between the
analyte and antibody molecules but also highly correlates with
the rate of mass transport of the antibody molecules from bulk
solutions to the reaction site.13 In fact, for the vast majority of
the known immunoassay mechanisms, immunoreactions
between antigens and antibodies occur “instantaneously”,
which implies that the rate-limiting step of the immunoassay is
the diffusion of antibody molecules to the reaction site.14

Various microuidics-based immunoassay methods have
been developed to address the limitations of conventional assay
platforms. They exploited a variety of different approaches, such
RSC Adv., 2019, 9, 23791–23796 | 23791
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as the automated lab-on-a-disc devices,15,16 integration of an
optical system in the microuidic devices,17–19 a quantum dot
(QD) “barcoding” system,20,21 and the three-dimensional
microuidic connement.22,23 Despite considerable efforts in
the microuidic immunoassay platforms in the past decades,
most researches have focused on automation,24–26 increased
surface areas,27,28 improved reporter probes,29,30 and distinctive
detection principles;31,32 however, the efficient delivery of anti-
body reagents to the reaction sites has been rarely explored.

In this work, we report that a signicantly improved immune
reaction can be achieved by using simultaneous infusion of
primary and secondary antibodies by exploiting the difference
in diffusivity between antibody reagents owing in the vertically
sheathing laminar streams in a microuidic channel. We also
demonstrate the more preferable experimental conditions
when primary antibody (pAb) and secondary antibody (sAb) are
simultaneously infused into a microuidic channel where
analytes are immobilized.
Experimental
Reagents and instrumentation

Natural human prostate-specic antigen (PSA) protein
(ab78528) and rabbit polyclonal anti-PSA antibody (anti-PSA
pAb) (ab9537) were purchased from Abcam (Cambridge, MA,
USA). Bovine serum albumin (BSA) was purchased from Sigma-
Aldrich (St. Louis, MO, USA). Qdot 625 modied F(ab0)2-goat
anti-rabbit IgG (H + L) sAb (A-10194) were obtained from
Thermo Fisher Scientic (Waltham, MA, USA). All solutions
were prepared using 1� phosphate-buffered saline (PBS) buffer
purchased from Biosesang (Sungnam, Korea). Glass slides
coated with aldehyde groups were purchased from LumiNano
(Seoul, Korea). Precision syringe pumps (CHEMYX, Fusion 200,
TX, USA), 1 mL gas-tight syringes (Hamilton Company, NV,
USA), 23G 0.500 blunt needles (SAI Infusion Technologies, IL,
USA) and Tygon® microbore tubing (ID ¼ 0.02 IN, Saint-Gobain
Korea, Seoul, Korea) were used to control ows of liquids and
injection of samples into microuidic channels.

All computational simulations were completed with the
commercially available nite element method soware,
COMSOL® (COMSOL, Inc., Burlington, MA, USA). The param-
eters provided to the numerical analysis included diffusion
coefficients of antibodies (D1 ¼ 6.3 � 10�11 m2 s�1 for anti-PSA
pAb; D2 ¼ 2.4 � 10�11 m2 s�1 for QD-sAb), their concentrations
(20 nM for QD-sAb; 30 nM for anti-PSA pAb), dimensions of the
microuidic channel (width¼ 40 mm, length¼ 15 mm), and the
ow rates at which the solutions were infused (50 mL h�1 for
both anti-PSA pAb and QD-sAb solutions). The diffusion coef-
cients for anti-PSA pAb and QD-sAb were estimated using the
Stokes–Einstein equation,33 based on molecular weight (150
kDa) and hydrodynamic radius (10 nm), respectively.
Fig. 1 A schematic representation of the experimental protocol. (a)
Lateral diffusion-based immunoassay in a microfluidic T-shaped
device. (b) Vertically sheathing laminar flow-based immunoassay in the
microfluidic Device C.
Fabrication of the microuidic device and reversible bonding
strategy

Polydimethylsiloxane (PDMS) devices were fabricated by
a standard so lithography process using a Sylgard 184 silicone
23792 | RSC Adv., 2019, 9, 23791–23796
elastomer kit purchased from Dow-Corning (Midland, MI, USA)
and a mold fabricated with SU-8 negative photoresist (Micro-
Chem Corp., Newton, MA, USA). For an immunoassay in a T-
shaped device, the analyte (PSA) was rst immobilized on an
aldehyde glass slide by infusion of the PSA solution (20 mg
mL�1) at a ow rate of 10 mL h�1 through a straight channel
using the Device A (1 mm � 40 mm � 15 mm; width � height �
length) (Fig. 1a). The T-shaped device also contains a straight
channel with a rectangular cross-section (40 mm � 40 mm � 15
mm; width � height � length) that has two inlets and one
outlet ports (Fig. 1a). To demonstrate the principle of the
immunoassay we proposed, we immobilized the analyte (PSA)
on the aldehyde-coated glass slide substrate using the Device B
of the serpentine microuidic channel (100 mm � 40 mm � 212
mm; width � height � length) (Fig. 1b). We then simulta-
neously injected two antibody reagents solutions (pAb and sAb)
using the Device C that contains a straight rectangular channel
(400 mm � 40 mm � 37 mm; width � height � length) with two
inlets and a single outlet. A metallic pressing device (0.35 kg)
was placed onto the PDMS device to ensure secure reversible
sealing between the PDMS channel and the glass slide surface
(Fig. S1†). The design of the pressing device and its operation
principle were adopted from the previous research.34
Immunoassay procedures

Lateral diffusion-based immunoassay experiment for evalu-
ating and visualizing the difference in diffusion rates of the
This journal is © The Royal Society of Chemistry 2019
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Fig. 2 The principle of the proposedmicrofluidic immunoassay based
on vertically sheathing laminar flows of pAb and QD-sAb using Device
C. When pAb and QD-sAb are flowing in the upper and lower laminar
flows, respectively, pAb diffuses more rapidly to the reaction site
where the immunoreactions between PSA, pAb, and QD-sAb instan-
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antibodies was carried out by infusing the solutions of anti-PSA
pAb (30 nM) and QD-sAb (20 nM) through the channel of the
microuidic T-shaped device that is placed over the PSA-
patterned area on the aldehyde glass slide. Both solutions
were infused at a ow rate of 50 mL h�1 for 20 min. Since the
channel of the T-shaped device (width ¼ 40 mm) is signicantly
narrower than the channel of Device A (width¼ 1mm), it can be
easily aligned with the PSA-patterned area without employing
the serpentine-shaped channel (Device B).

Vertically sheathing laminar ow-based immunoassay that
we propose in this work begins with owing the PSA solution
(20 mg mL�1) at a ow rate of 10 mL h�1 for 2 h through
a serpentine microuidic channel of the Device B (Fig. 1b) to
immobilize PSA on the glass slide. By using a serpentine
channel, we were able to immobilize PSA on a wide area of the
aldehyde glass slide surface, which facilitated subsequent
alignment of the microuidic channel of Device C for injecting
primary and secondary antibody solutions. We then removed
the PDMS device and thoroughly washed the analyte-patterned
area of the substrate using 1� PBS. Aer this, non-specic
binding sites on the PSA patterns were quenched with 3%
BSA for 15 min. Aer another PBS washing, the microuidic
Device C (Fig. 1b) with two inlets and one outlet was placed onto
the target area (PSA patterned) and was reversibly sealed using
the pressing device to infuse the pAb and QD-sAb solutions for
subsequent immunoreactions. To implement the vertically
sheathing laminar ow-based immunoassay, anti-PSA pAb
solution (30 nM) and QD-sAb solution (20 nM) were infused into
the inlet 1 and inlet 2 of the Device C, respectively, at a ow rate
of 50 mL h�1 for 20 min. At low Reynolds number (0.14), the pAb
and QD-sAb solutions in an upper and lower laminar stream,
respectively, are owing through the microuidic channel
without convective mixing (the experimental condition 1). To
validate our proposed principle, we switched the inlets of the
pAb and QD-sAb solutions (the experimental condition 2) and
infused QD-sAb and pAb solutions in an upper and lower
laminar ow, respectively, in the channel. In each experiment,
about 17 mL of each antibody solution (pAb and QD-sAb) was
consumed for one round of immunoassay. Furthermore, to
position the interface of pAb and QD-sAb solutions closer to the
bottom surface of Device C, we changed the ow rates to 20 mL
h�1 and 80 mL h�1 for QD-sAb (lower laminar ow) and pAb
(upper laminar ow), respectively. For comparison, we also
owed the solution of pAb and QD-sAb solutions, mixed at
a ratio of 1 : 1 and 1 : 4, at a ow rate of 100 mL h�1 for 20 min
(the experimental condition 3). The amount of the antibody
reagents (pAb and QD-sAb) for each experiment was consis-
tently retained throughout all experiments.

We measured the uorescence signals of QD-sAb immobi-
lized on the glass slides aer removing the PDMS devices from
the glass slide to completely exclude the signals that could have
been emitted from QD-sAb non-specically bound to the
surface of the PDMS channel. A uorescent microscope (CKX53;
Olympus, Japan) and a long pass lter were used to assess
uorescent signals emitted from Qdot 625 conjugated with the
secondary Ab. All images were captured using a CMOS camera
This journal is © The Royal Society of Chemistry 2019
(DigiRetina 16, Tucsen, China) and analyzed using ImageJ (NIH,
USA).

Signicant differences in all experimental data were deter-
mined by the ANOVA test, as dened P values < 0.05. The results
were presented as an average of at least triplicate samples �
standard error of the mean depicted by error bars in all graphs.
Results and discussion
Computational simulation of interdiffusion of antibody
reagents in a microuidic channel

We predicted that the immunouorescence signals on the
bottom surface would be signicantly enhanced when simul-
taneously injecting pAb (D1 ¼ 6.3 � 10�11 m2 s�1) in the upper
laminar ow and QD-sAb (D2 ¼ 2.4 � 10�11 m2 s�1) in the lower
laminar ow because pAbs diffuse more rapidly toward the
reaction site on the bottom surface and achieve instantaneous
immune reactions of PSA, anti-PSA pAb, and QD-sAb (Fig. 2). We
set out to validate our prediction by switching the position of
the pAb and QD-sAb in the vertical laminar ows, which was
predicted to result in much-reduced signal intensity because
QD-sAb with D2 smaller than D1 more slowly diffuses toward the
bottom surface while owing in the laminar ows. Moreover,
the uorescence signals are predicted to be even more
augmented when we adjust the vertical position of the laminar
ow interface between pAb and QD-sAb closer toward the
bottom surface where the PSA molecules are immobilized. This
is attributed to that the utmost ux of pAb is formed in the
interface between two laminar ows because the ux is
proportional to the concentration gradients.

To validate our theoretical prediction, we carried out
computational simulation using COMSOL Multiphysics so-
ware. We simulated the two laminar ows owing through the
T-shaped microuidic channel with two inlets and one outlet to
visualize the molecular mass transport across the channel in
a lateral direction. The width of the T-shaped channel corre-
sponds to the height of the channel in Device C, and this T-
taneously occur.

RSC Adv., 2019, 9, 23791–23796 | 23793
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shaped model allows us to simply visualize and quantitate the
diffusion between the laminar ows, which occurs in Device C
in a vertical direction. Thus, the concentration proles of anti-
bodies across the width of the T-shaped microchannel approx-
imate their actual diffusion in a vertical direction toward the
reaction site on the bottom surface in Device C. The interpre-
tation of our proposed diffusion in the T-shaped device is valid
because the mass transport is mainly determined by diffusion,
not by the gravitational force, in this microscale regime, and
thus, the axis along which the diffusion takes places can be
assumed negligible.

We rst calculated the concentration prole of anti-PSA pAb
and QD-sAb solutions when they were injected into the T-
channel device at a ow rate of 50 mL h�1 (the ow rate ratio
¼ 1 : 1). The simulation results (Fig. 3a) indicate that the initial
concentration prole of anti-PSA pAb at 1.5 mm downstream
from the inlet undergoes considerable changes at 5.5 mm and
9.5 mm due to rapid diffusion of pAb molecules across the
channel while that of QD-sAb presents insignicant changes at
5.5 mm and 9.5 mm along the microuidic channel due to their
relatively larger molecular weight (Fig. 3b). If we change the
ratio of the ow rate between the QD-sAb and pAb solutions
from 1 : 1 to 1 : 4, the interface was shied toward the le side
of the channel and the change in the concentration prole
between the two positions along the channel (1.5 mm and 5.5
mm) became even more signicant (Fig. 3c and d), which is
most likely due to the slower ow rate near the channel wall.35

In this case, because the concentration gradients of pAb became
closer toward the surface of the right side in the T-channel
Fig. 3 The concentration profiles across the T-shaped microfluidic
channel at each longitudinal position were predicted by COMSOL®.
When pAb andQD-sAb were infused into the device at a flow rate ratio
of 1 : 1, we obtained the concentration profiles of (a) anti-PSA pAb and
(b) QD-sAb. The concentration profiles were also predicted when (c)
anti-PSA pAb and (d) QD-sAb were injected at a ratio of 4 : 1. The
interface between two reagent solutions was shifted toward the right
side of the channel due to the asymmetric input flow rates.

23794 | RSC Adv., 2019, 9, 23791–23796
device, which corresponds to the bottom surface of Device C,
we predicted that the higher ux of pAb to the reaction sites
could be achieved in Device C.
Lateral diffusion-based immunoassays in a microuidic T-
shaped device

To conrm that our theoretical prediction is valid, we carried
out the experiment using pAb and QD-sAb solutions (the ow
rate ratio ¼ 1 : 1) in the T-shaped microuidic device. Because
PSA was immobilized on the bottom surface of the glass slides,
we assessed the immunoreaction of pAb and QD-sAb on the PSA
molecules by measuring the QD signal intensity emitted from
QD-sAb (Fig. 4a and b). Although the uorescence images ob-
tained at each position (1.5 mm, 5.5 mm, and 9.5 mm) along the
T-shaped channel did not reveal the real-time concentration
prole of each reagent (pAb and QD-Ab), we indirectly assessed
the relative interdiffusion of pAb and QD-sAb by assessing the
uorescence intensity, which is proportional to the reaction rate
dominated by diffusion of each molecule to PSA on the surface.
The uorescence signals were formed symmetrically across the
channel when the pAb and QD-sAb owed for a relatively short
distance from the inlet (1.5 mm and 5.5 mm) because the
interdiffusion in a lateral direction across the channel between
pAb and QD-sAb did not have enough time to result in signi-
cant differences of the uxes of each reagent (Fig. 4b top and
middle). However, as they owed for a distance over 9.5 mm, we
observed apparently asymmetric uorescence signal distribu-
tions across the channel (Fig. 4b, bottom), which is attributed to
the more rapid diffusion of pAb toward the right side of the
channel in comparison to diffusion of QD-sAb toward the le
side of the channel. With this experimental validation, we pre-
dicted that we could enhance the uorescence signals if we
inject antibody reagent solutions with larger DpAb and smaller
DQD-sAb in the upper and lower laminar ow, respectively, in
Device C.
The simultaneous infusion of antibody reagents for
immunoassay

We experimentally validated our proposed principle by infusing
pAb (sheathing in the upper laminar ow) and QD-sAb over the
PSA-immobilized surface in Device C. According to Fick's rst
law, the rate of immune reactions in mass-transport limited
circumstances is determined by the ux of antibody reagents.36

In this case, delivering pAb to the reaction site is a rate-limiting
factor because pAb needs to bind to the PSA molecules on the
bottom surface prior to being recognized by QD-sAb. Thus, the
concentration gradients of pAb proportionate to the pAb ux
toward the surface are a determinant in the sequential immune
reactions between PSA, pAb, and QD-sAb, and the uorescence
signals are predicted to be signicantly enhanced as we position
the interface of pAb and QD-sAb closer to the PSA-immobilized
bottom surface. In contrast, if the QD-sAb and pAb solutions are
injected in the upper and the lower laminar ows, respectively,
into Device C, this would lead to a considerable reduction in the
uorescence signals because QD-sAb inefficiently diffuses to the
This journal is © The Royal Society of Chemistry 2019
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Fig. 4 (a) The fluorescence microscopy images obtained at each
longitudinal position along the channel of the T-shaped device. (b) The
quantitative fluorescence signal intensity measured across the channel
of the T-shaped device corresponding to each fluorescence image in
(a). (c) and (e) The fluorescence microscopy images of the immune
reaction zones on the glass substrates after immunoassay in the
Device C. The distance between the inlet 1 of Device C and the
position of the fluorescence measurement is 9.5 mm while in the exp.
condition 1 (1 : 4), it is 3 mm. (d) and (f) The normalized signal inten-
sities obtained from the corresponding methods of Abs infusion in (c)
and (e). All data are expressed as the average � S.E.M. from three
independent experiments. The P value was calculated from the
ANOVA test. *, P < 0.0005; **, P < 0.005; ***, P < 0.05.

Paper RSC Advances

O
pe

n 
A

cc
es

s 
A

rt
ic

le
. P

ub
lis

he
d 

on
 3

1 
Ju

ly
 2

01
9.

 D
ow

nl
oa

de
d 

on
 1

1/
20

/2
01

9 
12

:3
9:

46
 A

M
. 

 T
hi

s 
ar

tic
le

 is
 li

ce
ns

ed
 u

nd
er

 a
 C

re
at

iv
e 

C
om

m
on

s 
A

ttr
ib

ut
io

n 
3.

0 
U

np
or

te
d 

L
ic

en
ce

.
View Article Online
bottom surface due to its relatively smaller diffusion coefficient
(D2).

As we predicted, the signicantly enhanced uorescence
signals were obtained in the experimental condition 1 in
comparison to the experimental condition 2 (Fig. 4c and d), and
it became even more intensied when we adjusted the position
of the interface between pAb and QD-Ab closer toward the
bottom surface (Fig. 4e and f). We normalized the uorescence
This journal is © The Royal Society of Chemistry 2019
signal to the highest uorescence signals (the experimental
condition 1) as we compared the relative uorescence intensity.

We also infused a pre-mixed solution of pAb and QD-sAb into
Device C (the experimental condition 3), however the uores-
cence signals were much lower (0.333 � 0.063) than that we
obtained with the experimental condition 1, which is due to the
higher molecular weight of the pAb-QD sAb complexes
compared to that of individual antibody molecules and the Fab
domains of QD-sAb already occupied by pAb molecules while
mixing.

Conclusions

Most immunoassays involve pAb and reporter probe-conjugated
sAb to quantitate the target molecules immobilized on a solid
matrix. Because the reporter-probes oen include catalytic
enzymes, uorescence dyes, and QDs, the diffusion coefficient
of the sAb tends to be smaller than that of pAb. Thus, exploiting
the difference of diffusivity of antibody reagents owing in
parallel in laminar ows, we can signicantly improve the effi-
ciency of immune reactions with pAb and sAb by simulta-
neously infusing those antibody solutions in a microuidic
channel. The pAb solution with larger DpAb is more desirable to
be injected in the upper laminar ow, sheathing sAb of smaller
DsAb in the lower laminar ow, to enhance the signals that are
gained from the reporter probes conjugated with secondary Ab.
This strategy allows us to exclude the washing steps in the
immunoassay procedure, which are commonly required in the
conventional microuidic immunoassays. While pAb diffuses
through the laminar ows to the reaction surface, the antigen-
binding domains of pAb interact with QD-sAb, which could
reduce the accessibility of the binding domain to PSA due to
steric hindrance. However, this effect was not signicant in our
experiment due to the continuous replenishment of unbound
pAbs from the upper laminar ow. Moreover, the signal inten-
sity could be further improved when adjusting the interface of
pAb and sAb closer to the surface where analytes are immobi-
lized and consequent immunoreactions take place. For
example, we could employ the additional third laminar ow on
top of the two laminar ows of pAb and QD-sAb, which would
push the interface between pAb and QD-sAb even closer to the
substrate surface. This would enhance the mass transport of
pAb toward the reaction surface, resulting in the improved rate
of immune reactions in a given condition.

Conflicts of interest

There are no conicts to declare.

Acknowledgements

This work was supported by the Bio & Medical Technology
Development Program of the National Research Foundation
(NRF) funded by the Korean government (MSIT) (Grant No.
NRF-2017M3A9E2062136) and the National Research Founda-
tion of Korea (NRF) grant funded by the Korea government
(MSIT) (Grant No. NRF-2019R1C1C1006124). S. K. was
RSC Adv., 2019, 9, 23791–23796 | 23795

http://creativecommons.org/licenses/by/3.0/
http://creativecommons.org/licenses/by/3.0/
https://doi.org/10.1039/c9ra03855h


RSC Advances Paper

O
pe

n 
A

cc
es

s 
A

rt
ic

le
. P

ub
lis

he
d 

on
 3

1 
Ju

ly
 2

01
9.

 D
ow

nl
oa

de
d 

on
 1

1/
20

/2
01

9 
12

:3
9:

46
 A

M
. 

 T
hi

s 
ar

tic
le

 is
 li

ce
ns

ed
 u

nd
er

 a
 C

re
at

iv
e 

C
om

m
on

s 
A

ttr
ib

ut
io

n 
3.

0 
U

np
or

te
d 

L
ic

en
ce

.
View Article Online
supported by Basic Science Research Program through the
National Research Foundation of Korea (NRF) funded by the
Ministry of Education (NRF-2018R1A6A3A11043793).
References

1 S. Aydin, Peptides, 2015, 72, 4–15.
2 J. He, in The Immunoassay Handbook, ed. D. Wild, Elsevier,
Oxford, 4th edn, 2013, vol. 5, pp. 381–393.

3 V. Gurevich, P. Kotharu, K. McCann and J. Bertolini, J.
Immunoassay Immunochem., 2017, 38, 494–504.

4 F. Costantini, C. Sberna, G. Petrucci, C. Manetti, G. de
Cesare, A. Nascetti and D. Caputo, Sensing and Bio-Sensing
Research, 2015, 6, 51–58.

5 J. S. Rossier and H. H. Girault, Lab Chip, 2001, 1, 153–157.
6 D. Kim and A. E. Herr, Biomicrouidics, 2013, 7, 041501.
7 Q. Li, D. Tang, J. Tang, B. Su, G. Chen and M. Wei, Biosens.
Bioelectron., 2011, 27, 153–159.

8 B. Zhang, B. Liu, D. Tang, R. Niessner, G. Chen and
D. Knopp, Anal. Chem., 2012, 84, 5392–5399.

9 A. Bange, H. B. Halsall and W. R. Heineman, Biosens.
Bioelectron., 2005, 20, 2488–2503.

10 W.-T. Liu, L. Zhu, Q.-W. Qin, Q. Zhang, H. Feng and S. Ang,
Lab Chip, 2005, 5, 1327–1330.

11 A. J. Hughes, R. K. C. Lin, D. M. Peehl and A. E. Herr, Proc.
Natl. Acad. Sci. U. S. A., 2012, 109, 5972.

12 D. Yang, X. Niu, Y. Liu, Y. Wang, X. Gu, L. Song, R. Zhao,
L. Ma, Y. Shao and X. Jiang, Adv. Mater., 2008, 20, 4770–4775.

13 G. Hu, Y. Gao and D. Li, Biosens. Bioelectron., 2007, 22, 1403–
1409.

14 M. Selmi, M. H. Gazzah and H. Belmabrouk, Sci. Rep., 2017,
7, 5721.

15 B. S. Lee, Y. U. Lee, H.-S. Kim, T.-H. Kim, J. Park, J.-G. Lee,
J. Kim, H. Kim, W. G. Lee and Y.-K. Cho, Lab Chip, 2011,
11, 70–78.

16 J. Park, V. Sunkara, T.-H. Kim, H. Hwang and Y.-K. Cho, Anal.
Chem., 2012, 84, 2133–2140.

17 K. E. Bates and H. Lu, Biophys. J., 2016, 110, 1684–1697.
18 J. Breault-Turcot, H. P. Poirier-Richard, M. Couture,

D. Pelechacz and J. F. Masson, Lab Chip, 2015, 15, 4433–
4440.
23796 | RSC Adv., 2019, 9, 23791–23796
19 N. Madaboosi, C. R. Pedrosa, M. F. Reis, R. R. G. Soares,
V. Chu and J. P. Conde, IEEE Sensors 2014 Proceedings,
Valencia, 2014, pp. 881–884.

20 F. Bian, H. Wang, L. Sun, Y. Liu and Y. Zhao, J. Mater. Chem.
B, 2018, 6, 7257–7262.

21 Y. Gao, A. W. Y. Lam and W. C. W. Chan, ACS Appl. Mater.
Interfaces, 2013, 5, 2853–2860.

22 O. Hofmann, G. Voirin, P. Niedermann and A. Manz, Anal.
Chem., 2002, 74, 5243–5250.

23 M. Selmi, F. Echouchene, M. H. Gazzah and H. Belmabrouk,
IEEE Sens. J., 2015, 15, 7321–7328.

24 R. Riahi, S. A. M. Shaegh, M. Ghaderi, Y. S. Zhang, S. R. Shin,
J. Aleman, S. Massa, D. Kim, M. R. Dokmeci and
A. Khademhosseini, Sci. Rep., 2016, 6, 24598.

25 Z. Tak For Yu, H. Guan, M. Ki Cheung, W. M. McHugh,
T. T. Cornell, T. P. Shanley, K. Kurabayashi and J. Fu, Sci.
Rep., 2015, 5, 11339.

26 Y. Tan, T. Tang, H. Xu, C. Zhu and B. T. Cunningham,
Biosens. Bioelectron., 2015, 73, 32–40.

27 J. Campbell, N. Pollock, A. Sharon and A. F. Sauer-Budge,
Anal. Methods, 2015, 7, 8472–8477.

28 L. Guo, Y. Shi, X. Liu, Z. Han, Z. Zhao, Y. Chen, W. Xie and
X. Li, Biosens. Bioelectron., 2018, 99, 368–374.
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